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Metallic receivers should be used for analytical
purposes only when, the gas is to remain in them but
a short time. They are, however, not easily broken,
and are especially well adapted to the transport of
large quantities of gas.

Rubber sacks should never be employed, since gas
mixtures confined in them rapidly change in com-
position.

If large amounts of gas are to be collected and
kept for analysis for a considerable length of time,
the portions of gas taken for analysis must be dis-
placed with mercury. It is utterly impracticable
to use water for this purpose, for continual changes
would take place, since the absorption varies with the
pressure and temperature. A gasometer which for